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PURPOSE. To develop a program to determine cell densities in
images from the ConfoScan 4 (Nidek, Inc., Freemont, CA)
confocal microscope and compare the densities with those
determined in images obtained by the Tandem Scanning con-
focal microscope (Tandem Scanning Corp., Reston, VA).

METHODS. A program was developed that used image-process-
ing routines to identify stromal cell nuclei in images from the
ConfoScan 4 confocal microscope. Cell selection parameters
were set to match cell densities from the program with those
determined manually in 15 normal corneas of 15 volunteers.
The program was tested on scans from 16 other normal vol-
unteers and 17 volunteers 3 years after LASIK. Cell densities
were compared to densities determined by manual assessment
and to those in scans by the Tandem Scanning confocal micro-
scope in the same corneas.

RESULTS. The difference in cell density between the automatic
and manual assessment was �539 � 3005 cells/mm3 (mean �
SD, P � 0.11) in the 16 test corneas. Densities estimated from
the ConfoScan 4 agreed with those from the Tandem Scanning
confocal microscope in all regions of the stroma except in the
anterior 10%, where the ConfoScan 4 indicated a 30% lower
density.

CONCLUSIONS. Differences in anterior stromal cell density be-
tween the ConfoScan 4 and the Tandem Scanning confocal
microscope can be explained by the different optical designs.
The lower spatial resolution of the ConfoScan 4 limits its ability
to resolve thin layers. The adaptation of our earlier cell-count-
ing program to the ConfoScan 4 provides a timesaving, objec-
tive, and reproducible means of determining stromal cell den-
sities in images from the ConfoScan 4. (Invest Ophthalmol Vis
Sci. 2010;51:1918–1926) DOI:10.1167/iovs.09-4186

Keratocytes are fibroblast-like cells that maintain the health
and clarity of the corneal stroma. Their density is highest

in the anterior stroma and is relatively uniform in the central
and posterior stroma,1,2 although some investigators have
noted an increased density in the posterior stroma.1 The over-
all density of keratocytes decreases slowly with age.1–5 Inves-
tigators have studied changes in keratocyte density in a variety
of conditions, including contact lens wear,6–11 keratoco-

nus,12–15 excimer laser keratorefractive surgery,16–20 and cor-
neal transplantation.21–24 Decreased keratocyte density has
been associated with increased corneal backscatter after pen-
etrating keratoplasty,25 although a causal relationship has not
yet been established. The minimum number of keratocytes
necessary to maintain a healthy cornea is unknown, particu-
larly in the anterior stroma where densities are highest. Know-
ing keratocyte density is critical to understanding how these
cells behave, their importance in recovery after surgical inter-
vention, and how they maintain a clear corneal stroma. The
accuracy and precision of measuring cell density are influenced
by the optical parameters of the instrument for recording
images of the corneal stroma, as well as the methods used to
identify and count cells in these images.

Confocal microscopy has provided a convenient and non-
invasive method of examining keratocytes and other corneal
cells and structures.26,27 A confocal scan (a series of images at
known progressive depths) through the entire thickness of the
cornea is noninvasive, provides a record of structure with
depth, and provides images that can be used to determine cell
density and other morphologic variables. Keratocyte nuclei
appear as bright objects in stromal images. Although these
bright objects are usually associated with keratocytes, images
are nonspecific for cell type; an observer cannot discriminate
between keratocytes, bone marrow-derived cells, and other
cells that have bright nuclei.28–31 Cell density is typically de-
termined by counting the number of nuclei in a predefined
area of the image and dividing this number by the volume
represented by the optical section of the image, although some
investigators present cell density as cells per unit area of the
image. Although simple in concept, counting cells is time
consuming and subjective and is hindered by high intra- and
interobserver variation.32 Cell densities determined in different
studies with different instruments can be compared with each
other only if spatial dimensions used to estimate density are
properly calibrated for each microscope.

A few objective automated methods have been developed
that use image-processing technology to identify and count cell
nuclei in confocal images, and these methods are repeatable
and require much less analysis time than do manual meth-
ods.32–34 Image-processing programs developed for a particu-
lar microscope cannot be directly applied to images from other
microscopes because the optical properties of each micro-
scope uniquely affect the cell selection criteria of the program.
For example, the ConfoScan 4 (Nidek Technologies, Inc.,
Padova, Italy) provides images of keratocyte nuclei with higher
contrast, a greater depth of field, and a more variable field
brightness from the center to the edges than do images from
the Tandem Scanning confocal microscope (Tandem Scanning
Corp., Reston, VA). When images from the ConfoScan 4 were
assessed with analysis programs developed for the Tandem
Scanning microscope, the cell densities did not match those in
the manual assessment. A program that assesses stromal cell
density in images from the ConfoScan 4 or other confocal
microscopes would be valuable. The Tandem Scanning confo-
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cal microscope is no longer available, and many investigators
now use newer microscopes in studies of stromal cells.

In this study, we developed a new program to determine
cell density in images from the ConfoScan 4. The program was
adjusted to emulate a human observer by using a sample of 15
normal corneas and was tested on another sample of 16 normal
corneas and 33 corneas of 17 patients 3 years after laser in situ
keratomileusis (LASIK). We also compared cell densities deter-
mined from confocal images recorded by the ConfoScan 4 with
those from images recorded by the Tandem Scanning confocal
microscope, and we will discuss the differences in cell density
in the anterior stroma in terms of the unique optical charac-
teristics of each confocal microscope.

METHODS

Subjects

All subjects were normal control participants in other studies in our
laboratory35,36 and were examined by slit lamp biomicroscopy to
assure that their corneas and anterior segments were normal. Image
variables used to identify the cells were determined from confocal
images of 15 corneas of 15 subjects, and the program was tested on a
separate group of 16 corneas of 16 subjects. Confocal images were
examined from an additional 33 corneas of 17 patients 3 years after
LASIK. These patients were part of another study36 that examined the
effect of LASIK on the cornea. Each subject gave informed consent to
participate after discussing the nature and possible consequences of
the study. All studies were approved by the Institutional Review Board
of Mayo Clinic and conformed to the tenets of the Declaration of
Helsinki for research involving human subjects.

Confocal Microscopy

Corneas were scanned with a ConfoScan 4 scanning-slit confocal mi-
croscope with a z-ring adapter, as described elsewhere.35 Briefly, the
cornea was anesthetized by instillation of topical proparacaine 0.5%.
The tip of the objective lens and z-ring were coated with a viscous
contact solution (GenTeal Gel; Novartis Ophthalmics, East Hanover,
NJ), and the objective was advanced until the solution contacted the
cornea. The operator adjusted the position of the lens until the field of
view of the microscope was centered on the bright reflex from the
endothelium and then pressed a button to initiate a scan. Under
scanner control, the z-ring contacted the cornea, and the focal plane
advanced to approximately 100 �m posterior to the endothelium
before reversing direction and scanning anteriorly at a fixed rate. After
advancing past the anterior surface of the cornea, the microscope
moved the focal plane to the initial position and repeated the scan.
Two passes through the cornea were recorded. The step distance
between frames was set to 4.0 �m and the lamp intensity was set to
90%. The pressure setting of the z-ring on the cornea was 20 (this
instrument parameter has no units but determines the force on the
z-ring needed to maintain contact with the cornea). The microscope
recorded 350 frames at 25 frames per second. Video sequences were
exported from the operating program as audio-video interleave (avi)
files for image processing.

The second group of 16 corneas was scanned by the ConfoScan 4,
as just described, and by the Tandem Scanning confocal microscope by
methods that have been published.2,33 The focal plane of this micro-
scope was advanced in an anterior-to-posterior direction through the
cornea at approximately 72 �m/s (approximately a 2.4-�m step),37 and
images were stored by a computer at 30 frames/s. The video camera
automatically adjusted its gain to maintain constant image brightness.

The 33 corneas that had undergone LASIK were examined by both
the ConfoScan 4 and the Tandem Scanning confocal microscopes by
using the same recording variables as used with the other participants.
These corneas provided an example of tissue that was not entirely
normal. In previous studies, we and others have shown a decreased
cell density in the anterior stroma after LASIK.18,20,38,39

Selection of Frames and Manual Assessment of
Cell Density

From each scan by the ConfoScan 4 and Tandem Scanning microscope,
10 frames from the stroma were selected manually that had nonblurred
images of cell nuclei and did not have signs of motion artifact. Images
were selected from the first pass by the ConfoScan 4, unless the first
pass did not contain enough high-quality frames or showed obvious
signs of movement artifacts. Two frames were selected in each of five
layers of the stroma: the anterior 0% to 10%, 10% to 33%, 33% to 66%,
66% to 90%, and 90% to 100% of stromal depth.11 In the anterior 10%,
the first frame selected was always the most anterior clear frame that
contained stromal cells. Frames in the posterior stroma were selected
far enough anterior to the endothelium that they excluded superposed
images of endothelial cells.

In each selected video frame, an observer counted bright objects,
presumed to represent keratocyte nuclei, inside a predefined rectangle
by using a simple point-and-click method, with a marker placed on
each object to prevent double counting. Objects that touched the
bottom or left edge of the rectangle were counted, but objects that
touched the top or right edge were not. Frames from each cornea were
presented in random order for cell counting so that the investigator
was masked to the depth of the frame in the stroma. Cell density was
expressed as cells per cubic millimeter:

Density �
N

A�
(1)

where N is the number of objects counted, A is the area of the
selection rectangle, and � is the effective depth of field. The area A was
determined by a rectangle 212 � 238 �m (horizontal � vertical) in
images from the ConfoScan 4, and 379 � 286 �m in images from the
Tandem Scanning microscope. The distance between pixels was de-
termined from scans of a scale with etched lines spaced by 100 �m.

We assumed � � 11.9 �m in images from the Tandem Scanning
microscope.40 The depth of field of the ConfoScan 4, was determined
from the brightness profile of a scan through the surface of a glass
plate, with the intensity of the lamp reduced to between 25% and 42%
of maximum to prevent saturation of the camera. The brightness curve
through a reflecting surface shows an estimate of the spread of a point
because of depth of field in the axial direction (point-spread function),
and the width of this brightness curve at half of the maximum bright-
ness has been used to estimate the depth of field.33,40–42 To this width,
we added the presumed depth of a typical cell (assumed to be 1 �m)
to account for cells that are partially visible at the anterior and poste-
rior edges of the field.33,42 The width of the brightness curve at half of
the maximum intensity plus the presumed depth of a typical cell
(assumed to be 1 �m) was used as the effective depth of field.

Automated Assessment of Cell Density

A program that was developed to assess cell density in images from the
Tandem Scanning microscope, described in detail previously,32 was
modified in two ways to process images from the ConfoScan 4. The
first modification corrected the high brightness inhomogeneity across
the field of the ConfoScan 4 images (Fig. 1), by subtracting from each
stromal image an image of a uniformly scattering standard solution
(AMCO Clear; GFS Chemicals, Columbus, OH), diluted to a concentra-
tion of 500 NTU (nephelometric turbidity units). The image of the
solution was scaled so that the mean intensity in a central rectangle
(60 � 200 pixels) was equal to the mean intensity of the stromal image
in the same area. A constant offset equal to 100 was then added to the
intensity of each pixel of the difference image, and the result was
converted to a binary image by use of a threshold. Further processing
steps, identical with those described earlier,32 were used to identify
bright objects. As a second change, a new relationship was identified
between the field brightness (Iim) and the optimum brightness-area-
product threshold (BAPthr) used to select the bright objects that most
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likely represented cells. The relationship was based on a linear model
when brightness was below a transition intensity, and a constant when
brightness was above this intensity:

BAPthr � � Iimm�b Iim�Itr

BAPmax Iim�Itr
(2)

where m and b are constants, Itr is the transition brightness and is
equal to (BAPmax – b)/m, and BAPmax is the maximum threshold when
field brightness is greater than Itr. The coefficients m and b were
determined by the method of least squares to minimize the difference
between automated and manual cell density assessment in the 15
corneas that were assessed by both methods. The constant BAPmax was
the mean of the optimum BAPthr when Iim was greater than Itr.

Cell Density in Test Subjects

The automated method was used to assess cell density in 10 frames
from each of 16 corneas of 16 subjects who were different from those
used to determine the selection coefficients in equation 2. Cell density
was determined manually in the same frames, and differences between
the manual and automatic methods and the limits of agreement were
calculated as described by Bland and Altman.43 Limits of agreement are
the mean difference � 2 SD of the difference. This range includes
approximately 95% of the differences between methods and provides
a method of assessing how well two measurements of the same
variable agree.

Cell densities determined from images by the ConfoScan 4 (auto-
mated method) were also compared to densities determined in the
same corneas on the same day from scans by the Tandem Scanning
confocal microscope. Frames were selected from the same regions of
stroma identified in scans from the ConfoScan 4, and the automated
program designed for the Tandem Scanning microscope was used to
determine cell density in these images.32 Differences in cell densities in
each layer between microscopes were examined by using paired
t-tests.

Cell Density in Corneas after LASIK

In the corneas that had undergone LASIK, two frames were selected
from each of six layers, as described by Mitooka et al.39 The LASIK
interface was identified based on appearance of bright particles, and
the stroma anterior to this (LASIK flap) was divided into two equally
thick layers. The 100-�m layer immediately posterior to the interface
(retroablation zone) was subdivided into anterior and posterior halves,
and the posterior 66% to 90% and 90% to 100%, based on preoperative
corneal thicknesses, were also considered. Two frames were selected
from each of these regions in images from each microscope. Cell
densities were determined by using the respective automated method
for each confocal microscope. We compared density between frames
in the anterior half of the LASIK flap and in the remaining regions
between the two microscopes by using generalized estimating equa-
tion (GEE) models to account for possible correlation between mea-
surements from fellow eyes of the same subject. The significance of

differences between the five deeper layers were Bonferroni-corrected
for five comparisons. We also used GEE models to compare mean
density in the anterior flap with density in the anterior 10% of the
stroma of the 16 normal corneas and to compare the posterior flap and
anterior retroablation zone with analogous layers in the normal cor-
neas.

Comparison of Cell Density Profiles in the
Anterior Stroma

In a subset of 11 corneas scanned by both instruments, the respective
programs determined cell density in every frame from the subbasal
nerve layer to the endothelium. The depth of each frame was ex-
pressed as a percent of stromal thickness, and each scan was shifted so
that the peak cell densities in the anterior stroma were aligned. The
mean maximum and the position of the cell density peak in scans from
the ConfoScan 4 were compared with those from the Tandem Scan-
ning confocal microscope.

RESULTS

The brightness of confocal images recorded by the ConfoScan
4 was greatest at the center and diminished considerably to-
ward the sides of the field (Fig. 1, left). The selection rectangle
and bright objects identified as cells are indicated in a typical
image (Fig. 1, right). Not all the cells identified by the observer
were selected by the program, and in some cases the program
selected objects that were not identified by the observer. The
full-width-at-half-maximum of a scan through a reflecting sur-
face was 24.4 � 0.9 �m (n � 4), and with the addition of 1 �m
for the assumed thickness of a keratocyte nucleus,33 the depth
of field, �, in equation 1 was 25.4 �m. The program took
approximately 10 seconds to assess each frame, whereas man-
ual assessment took approximately 60 seconds per frame.

Selection Parameters

The average BAPthr increased with field brightness, Iim, when
the average field intensity was below 40 iu (intensity units, Fig.
2). The coefficients of equation 2 were m � 149.3 pixel2 and
b � 3118 iu pixel2 when Iim was less than 40 iu, and BAPmax

was 9439 iu pixel2.
The most anterior frames behaved somewhat differently

than the deeper frames and required a lower maximum thresh-
old to match densities determined manually. In frames that
were within 25 �m of the most anterior frame that contained
cell nuclei, the BAPmax was 7251 iu pixel2.

Cell Density in Corneas Used to Define
Selection Coefficients

Mean cell density determined manually and automatically in
each of the five layers from the scans used to define the BAPthr

are given in Table 1, and mean density in each of the 10 frames

FIGURE 1. Image of normal midstroma
recorded with ConfoScan 4. Left: the
brightness of the field decreased consid-
erably outside the rectangular area used
to assess cell density. Right: �, each ob-
ject identified manually by an observer
as a cell nucleus; rectangles: each object
identified by the program as a cell. Cells
that overlapped the left or bottom
boundary were counted, whereas the
cells that touched the right or top
boundary were not. In this frame, the
program selected more objects as cells
than the observer did, although in some
frames the program selected fewer.
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selected is illustrated in Figure 3. The unweighted mean differ-
ence between manual and automatic assessment was �110 �
3374 cells/mm3, or 0.5% of the mean density (P � 0.8). Limits
of agreement were �6857 to 6637 cells/mm3.

Cell Density in Test Corneas

In the 16 test corneas not used to determine selection criteria,
cell density was not significantly different between the meth-
ods (P � 0.3) in all except the central third (Table 2). Cell
density was underestimated in this region by 1520 � 2172
cells/mm3 (P � 0.014). The mean difference between manual
and automatic assessment of all frames examined was �549 �
3893 cells/mm3 (P � 0.11, n � 160 frames); the limits of
agreement were �8336 to 7238 cells/mm3 (Fig. 4).

Differences between the ConfoScan 4 and
Tandem Scanning Microscopes

In the anterior 10% of stroma adjacent to Bowman’s layer, the
mean cell density determined from images recorded by the
ConfoScan 4 was 31,677 � 4,886 cells/mm3, whereas the
mean density from the Tandem Scanning confocal microscope
was 44,126 � 6,680 cells/mm3 (P � 0.001), both determined

by the automated method. In all deeper layers, the densities
were not significantly different between the two instruments
(P � 0.18, Table 2, Fig. 5).

The mean cell density profile, after alignment on the frame
with the greatest cell density, demonstrated a higher and
sharper peak in scans from the Tandem Scanning confocal
microscope than in scans from the ConfoScan 4 (Fig. 6). Mean
peak cell density in 11 corneas was 33,308 � 6,141 cells/mm3

in the scans from the ConfoScan 4 and 57,266 � 10,767
cells/mm3 in the scans from the Tandem Scanning microscope
(P � 0.001). The average depth of the peak was 8.4% of the
stromal thickness in scans from the ConfoScan 4, whereas it
was 3.5% of stromal thickness with the Tandem Scanning
microscope.

Cell Density in Corneas after LASIK

Three years after LASIK, cell density in the anterior flap was
estimated to be 29,718 � 4,162 cells/mm3 by the ConfoScan 4
and 35,089 � 6,207 cells/mm3 by the Tandem Scanning con-
focal microscope (P � 0.001, n � 33 corneas). The cell density
in this region was not significantly different from the density in
the anterior 10% of the stroma in the control corneas, as
estimated by the ConfoScan 4 (P � 0.18), whereas the density
estimated by the Tandem Scanning microscope in this region
was significantly less than that in the controls estimated with
the same instrument (P � 0.001). Mean cell density in deeper
layers was 21,953 � 4,130 cells/mm3 by the ConfoScan 4 and
21,355 � 4,710 cells/mm3 by the Tandem Scanning confocal
microscope; the difference between instruments was not sig-
nificant (P � 0.16).

Cell density in the posterior flap and anterior retroablation
zone were 22,027 � 4,234 and 20,613 � 4,076 cells/mm3,
respectively, with the ConfoScan 4, and 21,464 � 5,131 and
22,177 � 4,203 cells/mm3, respectively, with the Tandem
Scanning microscope. These densities were not significantly
different between instruments (P � 0.1) but were significantly
less than those in the corresponding regions of the normal
corneas, 10% to 33% of stromal thickness, as given in Table 2
(P � 0.001).

DISCUSSION

This program provides a valuable, objective tool for assessing
cell density in stromal images from the ConfoScan 4, a clinical
confocal microscope. It saves time and is repeatable, whereas
manual assessment is labor intensive and subject to the inter-

FIGURE 3. Mean cell density in 15 corneas used to determine selection
criteria in images from the ConfoScan 4. The markers have been offset
slightly for clarity. Error bars, � SD

TABLE 1. Cell Densities in Five Layers of 15 Normal Corneas
Determined by Automatic and Manual Methods in the Same
ConfoScan 4 Images

Stromal Layer Automatic Manual Difference

Anterior 10% 31,644 � 5,279 32,062 � 5,230 �418 � 4,309
10%–33% 26,021 � 2,506 25,289 � 3,564 732 � 2,840
33%–66% 24,164 � 4,177 24,400 � 3,506 �236 � 2,546
66%–90% 24,687 � 4,489 24,766 � 3,419 �79 � 3,336
90%–100% 24,504 � 4,594 25,054 � 3,071 �549 � 3,852
Unweighted mean

n � 75 layers 26,204 � 5,046 26,314 � 4,729 �110 � 3,374

Cell density is expressed as mean cells per cubic millimeter � SD.
These densities were used to determine selection parameters for the
cell-counting program. Differences between the automatic and manual
methods were not significant (P � 0.3).

FIGURE 2. The BAPthr for identifying cells from objects in each frame
changed as image intensity increased. Each marker represents the
optimum BAPthr, which forced the cell density determined automati-
cally to be equal to that determined manually. The fitted line, deter-
mined by the least-squares method when intensity was below 40 and
by a simple mean when intensity was above 40, was used to determine
the BAPthr within each frame.
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pretation of the observer. This program will be valuable in
longitudinal studies of corneas before and after surgical or
medical treatments and should reduce inter- and intraobserver
variations in estimates of cell density. Long-term studies should
not be affected by variations in subjective cell selection, pro-
vided the image quality of the confocal microscope remains
consistent.

Two adjustments were necessary to adapt the original pro-
gram, designed for the Tandem Scanning confocal microscope,
for use with the ConfoScan 4. First, image brightness varied
greatly across the field of the ConfoScan 4 and was homoge-
nized by subtracting an intensity-scaled image of a uniformly
scattering solution (AMCO Clear; GFS Chemicals) from the
stromal images. Second, a new relationship was empirically
defined between image brightness and the optimum BAPthr

and was used to select objects that most likely represented
cells. Similar modifications should be considered when pro-
grams that assess images are adapted for use with any new
confocal microscope design, because of the different image
characteristics from instrument to instrument.

Differences between the ConfoScan 4 and the
Tandem Scanning Confocal Microscope

Other than in the anterior 10% of the stroma, cell densities
determined with the ConfoScan 4 were similar to the densities
determined with the Tandem Scanning microscope, consistent
with earlier comparisons between the ConfoScan 3 and the
Tandem Scanning microscope.40 In the deeper layers, the cells
are uniformly distributed through the depth of field (Fig. 7,
right), and even though depths of field and the number of cells

counted per unit area were unequal between the microscopes,
the estimates of density from equation 2 were similar.

In the anterior 10% of the stroma, estimates of the cell
densities were considerably lower in images from the Confo-
Scan 4 than they were with the Tandem Scanning confocal
microscope. This difference can be explained by the variation
in depth of field (� in equation 2) and in the number of cells
included in this field at the anterior boundary. Images of the
anterior boundary of the stroma suggest that a high concentra-
tion of keratocyte nuclei inhabit a thin layer just beneath
Bowman’s layer, and this profile is consistent with previous
observations.2 Cell density decreases rapidly posterior to this
layer, and no cells lie anterior to the boundary. When the most
anterior cells are in clear focus with the ConfoScan 4, which
has an approximately 26-�m depth of field, then this layer of
cells lies at the center of the field; half of the field would
extend anteriorly where there are no cells and half posteriorly
where cell density is lower (Fig. 7, left). This partial filling of
the sample volume gives an underestimate of the true cell
density in the thin layer, because the use of equation 1 requires
that the cells be uniformly distributed through the sample
volume.

When the Tandem Scanning microscope is centered on the
most anterior keratocytes, its field is also partially filled, but
because its depth of field is considerably smaller than that of
the ConfoScan 4, less of the field overlaps the anterior region
with no cells and the layer just posterior to the stromal surface.
The estimated volumetric density would therefore be closer to
the true cell density than would the estimates based on the
greater depth of field of the ConfoScan 4. The error in density

TABLE 2. Cell Densities Measured by the ConfoScan 4 and Tandem Scanning Confocal Microscopes in 16 Corneas

Stromal Layer

ConfoScan 4 TSCM

Automatic Manual
Difference

Auto � Manual Automatic
Difference

TSCM � ConfoScan 4

Anterior 10% 31,677 � 4,886 31,358 � 5,506 319 � 4,009 44,126 � 6,680 12,449 � 8,326*
10%–33% 25,890 � 3,517 26,062 � 4,046 �172 � 2,695 27,582 � 4,553 1,692 � 4,843
33%–66% 24,419 � 3,498 25,939 � 2,828 �1,520 � 2,172† 23,317 � 5,043 �1,103 � 6,107
66%–90% 24,493 � 3,092 24,983 � 2,171 �490 � 2,765 24,498 � 3,475 5 � 5,433
90%–100% 22,728 � 4,930 23,610 � 3,096 �883 � 3,418 23,230 � 4,798 502 � 7,506
Unweighted mean,

n � 80 layers 25,841 � 5,027 26,391 � 4,486 �549 � 3,065 24,647 � 4,661 2,709 � 8,114*
274 � 5,994‡

Cell densities are expressed as the mean cells per cubic millimeter � SD. These corneas were independent of corneas used to determine
selection criteria for the automatic method. The differences were not significant (P � 0.1), except where indicated. TSCM, Tandem Scanning
confocal microscope.

* ConfoScan 4 significantly different from TSCM, P � 0.001, paired t-test.
† Automatic significantly different from manual, P � 0.014, paired t-test.
‡ Mean difference between 10% and 100% stromal thickness.

FIGURE 4. Left: the cell density de-
termined by the program in 10
frames from each of 16 normal cor-
neas was correlated with density de-
termined manually in the same
frames (r � 0.81, P � 0.001).
Dashed line: the regression line;
solid line: the identity line. Right:
limits of agreement between the two
methods (fine dashed lines) were
�8336 to 7238 cells/mm3, by the
method of Bland and Altman.43 The
mean difference was �549 cells/
mm3 (coarse dashed line).
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estimated by either instrument will depend on the actual dis-
tribution of cells through the field of the microscope. The true
efficiency of any confocal microscope can be determined only
by using an independent measurement of cell density, such as
a histologic analysis.33,42 A narrower depth of field would also
show a narrower peak-intensity profile, as the field scans
though an edge or a thin layer, as we noted in the scans from
the Tandem Scanning microscope (Fig. 6).

The depth of field of confocal microscopes is an important
parameter for understanding physical measurements of the
cornea and is necessary for calculating the volumetric density
of cells in the stroma by this method. This parameter is a
characteristic of instrument design and varies with the manu-
facturer and model. In this study, as in other studies, we
measured depth of field directly by scanning through a reflect-
ing surface.40–42 We added the average thickness of one cell to
this parameter to remove bias from counting cells that over-
lapped the boundaries (analogous to counting cells that over-
lapped only one edge of the selection rectangle in the plane of
the image). This method agrees well with the distance at which
cells are visible as the focal plane scans through individual
cells.40 One could also estimate the depth of field of the
ConfoScan 4 that forced the mean cell density to be equal to
the cell density determined independently—for example, from
the Tandem Scanning microscope—if the depth of field of that
microscope were known. In our 16 corneas scanned by both
instruments, the depth of field that made estimates of cell
density equal between instruments was 25.2 � 1.2 �m, a depth
of field close to the 25.4 �m that we measured by scanning
through the reflective surface. This method could also be used
to estimate depth of field of other confocal microscopes, such
as the Heidelberg Retina Tomograph II Rostock Corneal Mod-
ule (HRT II RCM) confocal laser microscope (Heidelberg Engi-
neering GmbH, Heidelberg, Germany).

Cell Density in Abnormal Corneas

Cell density decreases after LASIK, and the interface created by
LASIK scatters more light. Although these corneas are clinically
clear, they are not normal by confocal microscopy examina-
tion. The similarity between cell densities in the deeper stroma
measured by the ConfoScan 4 and the Tandem Scanning con-
focal microscopes shows that our program worked as well as
the program designed to be used with images from the Tandem

Scanning microscope. Both instruments and respective pro-
grams also detected the subtle, but abnormally low, cell den-
sities near the interface in these subjects, compared with
densities in the similar regions of normal corneas. Cell density
in the anterior flap was different, however, between the two
instruments, and this is consistent with the differences be-
tween instruments in the same region of normal corneas. The
ConfoScan 4 was not able to detect the density decrease in the
anterior flap, although the Tandem Scanning microscope
found this difference. This inability is likely a consequence of
the greater depth of field and lower sensitivity when estimating
volumetric density of cells confined to a thin layer.

Our ability to measure cell density in hazy corneas or cor-
neas with opacities is likely to be limited by the visibility of the
cells, and this limitation would affect manual assessment as
well as automated assessment. It is prudent to examine frames
of potentially abnormal corneas before attempting to assess
cell density by either method. For this reason, we routinely
selected frames manually for analysis. Selection of suitable
frames could be included in the program, although this is a
separate step and will require further validation.

Volumetric versus Areal Density

Volumetric density is most appropriate for describing objects
such as keratocytes that are distributed through a volume. We
and others have reported keratocyte density in volumetric
units (cells per cubic millimeter)1,10,32,33,40,42 whereas other
investigators have reported keratocyte density in areal units
(cells per square millimeter).4,5,8,14–16,18,20,34,44–47 A sample
of volumetric densities reported in recent papers is given in
Table 3, with the reported depths of field of the instrument.
Cell densities from these papers were similar to each other and
similar to those determined in this study. A small sample of
stromal cell densities reported as areal densities is given in
Table 4. (Tables 3 and 4 are intended to demonstrate a sample
of densities reported recently, but do not serve as a compre-
hensive review of publications on this topic. For a more com-
plete summary of stromal cell densities reported, see the re-
view by Patel and McGhee.50) Cell densities in this sample
ranged from 408 to 1057 cells/mm2, a range of more than a

FIGURE 6. Mean cell density in anterior stroma recorded by the Con-
foScan 4 and Tandem Scanning confocal microscopes, aligned on the
frame with maximum cell density. Maximum cell density was higher
and the peak was sharper in scans by the Tandem Scanning micro-
scope, characteristics of its thinner depth of field and the thin, high-
density layer of cells in the anterior boundary of the stroma. Cell nuclei
appeared in images of the ConfoScan 4 (and increased the apparent
density) at a greater distance from their location because of the greater
depth of field.

FIGURE 5. Mean cell densities in 16 normal corneas determined by
automatic and manual methods in images from the ConfoScan 4 and by
automated method from scans by the Tandem Scanning confocal mi-
croscope. Densities agreed between instruments in all layers except
the anterior 10% of stromal depth. The markers have been offset
slightly for clarity. Error bars, � SD.
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factor of 2.5. The equivalent volumetric density can be esti-
mated by dividing the areal density by the depth of field
reported in the paper plus 1 �m for the cell thickness, by
rearranging equation 1. For the sample of papers in Table 4, the
estimated volumetric densities ranged from 37,091 to 172,000
cells/mm3 in the anterior stroma, a considerably greater range
and higher densities than the volumetric measurements in
Table 3 and those reported by histologic methods. An unreal-
istic and unreliable estimate of depth of field could explain
these differences.

Depths of field vary considerably, depending on the design
of the microscope, and have sometimes been specified incor-
rectly by manufacturers. If we assume a true density of stromal
cells for normal corneas, then the depth of field of a particular
microscope can be estimated from the areal density. For ex-
ample, if we assume that the actual cell density in the posterior
stroma was 22,166 cells/mm3, the mean of density in the
posterior stroma in Table 3, then the apparent depths of field
of the measurements in Table 4 ranged from 14 to 34 �m. In all
cases, these were considerably greater than that specified in
the paper. When this depth of field was used to estimate
volumetric density from the areal density given in the anterior
stroma, volumetric densities were closer to those in Table 3.
Densities estimated from measurements by Moilanen et al.49

with the Tandem Scanning confocal microscope and by Nie-
derer et al.14,47 and Ku et al.15 with the HRT were greater than
the other densities in this region measured by slit-scanning
confocal microscopes and were similar to those that we mea-

sured in individual frames with the Tandem Scanning confocal
microscope. In addition, more cells may be visible in the
anterior stroma in these microscopes than they are in the other
microscopes. Images of stromal cells in the HRT appear qual-
itatively brighter and with higher contrast,50 and this charac-
teristic may make more cell nuclei visible or may make non-
cellular objects visible that are not visible in other
microscopes. This optical difference may make discrimination
between keratocytes and other cell types possible, although
this capability has not been shown.

Sources of Errors

Several variables may affect the accuracy of manual and auto-
matic assessment of cell density. For example, the cells became
less distinct as image brightness diminished. If images were
dark enough that an observer could not see the cells, the
program also did not detect them. The program worked well
unless the mean central field intensity decreased to below
approximately 6 iu on the ConfoScan 4, and although we did
not have many images at this low intensity, cell densities in
these dark images were below what would be expected in a
normal stroma. When recording images, the lamp brightness
must be set high enough to prevent loss of field intensity.
Illumination must not be so high that parts of the image
saturate, or clusters of cells will not be separable.

The selection criteria described in Figure 2 were based on
one experienced observer. Another observer or the same ob-

FIGURE 7. Why does the Tandem
Scanning confocal microscope show
a higher cell density in the anterior
stroma than the ConfoScan 4 does?
In the deep stroma (left), cells were
uniformly distributed through the
fields of both the ConfoScan 4 and
the Tandem Scanning microscopes.
However, when the field was fo-
cused on the most anterior layer of
cells, the cells were distributed
though only part of the field (right).
The field of the ConfoScan 4, which
was approximately twice as deep as
that of the Tandem Scanning micro-
scope, extended anteriorly so that its
anterior half was in Bowman’s layer
and the epithelium where there were
no keratocytes. Cell density, which
was calculated by assuming that cells

were distributed uniformly throughout the field, was underestimated. The same was true in images from the Tandem Scanning microscope, but
because the field depth was only 11.9 �m, the density calculated was closer to true volumetric density.

TABLE 3. Sample of Studies That Reported Stromal Cell Density in Volumetric Units

Study Microscope
Depth of

Field (�m)

Stromal Cell Density
(cells/mm3 � SD)

Anterior Midstroma Posterior

Patel et al.2 TSCM 16 28,838 � 8,913 19,214 � 2,906 19,947 � 3,254
Berlau et al.1 Microphthal, Hund 10 24,320 � 6,740 11,610 � 4,290 18,850 � 4,610
Popper et al.42 Confoscan P-4 9 28,616 � 5,924 19,578 � 4,425 26,073 � 3,077
McLaren et al.40 TSCM 11.9 23,013 � 4,420

CS-3 25.9 23,996 � 2,898
Kallinikos et al.10 CS-3 25.9 29,429 � 2,232
Present study CS-4 25.4 31,677 � 4,886 24,419 � 3,498 22,728 � 4,930
Present study TSCM 11.9 44,126 � 6,680 23,317 � 5,043 23,230 � 4,798

Microscope manufacturers: Micropthal, Hund, Wetzlar, Germany; Confoscan P-4, Tomey, Erlangen, Germany; CS-3 and CS-4, Nidek Technol-
ogies, Padova, Italy; TSCM (Tandem Scanning confocal microscope), Tandem Scanning, Reston, VA.
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server on a different occasion might provide somewhat differ-
ent selection criteria, as demonstrated by McLaren et al.32

Variations from different observers could introduce differences
in mean densities determined from a specific set of scans in a
study, and the accuracy of any assessment cannot be deter-
mined without using invasive methods. In contrast, the auto-
mated program is consistent, if the instrument parameters are
not changed. Although there may be small systematic differ-
ences between cell density estimated by the program and some
observers, the program would be more suitable than multiple
observers for assessment of cell density in longitudinal studies.
The agreement between the automated assessment of images
from the ConfoScan 4 and from the Tandem Scanning confocal
microscope in the same corneas suggests that the program
extended to the ConfoScan 4 is consistent with the earlier
validation on the Tandem Scanning confocal microscope.

Keratocyte nuclei cannot be distinguished from other ob-
jects that have similar brightness and contrast and keratocytes
cannot be distinguished from other types of cells. The program
identified bright objects and selected those that most likely
represented cell nuclei, and the selection criteria of this pro-
gram were determined from images of normal corneas. In
pathologic corneas, condensations from scaring or fibrosis that
meet the selection criteria will be counted as cells, and in these
images, the program may overestimate the cell density. These
errors could be avoided by reviewing and selecting frames that
show clear, distinct images of cells that are to be assessed.
Automatic selection of suitable frames based on image quality
is an improvement that could advance the independence and
objectivity of this program.
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